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Technical Note
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INTRODUCTION

Wrong-level thoracic surgery occurs up to 15% of the time. Here, we describe a novel bone 
cylinder plug/coil technique utilizing endovascular coils to correctly localize thoracic pedicles 
before thoracic spine surgery. Wrong-level thoracic surgery is typically directly linked to 
misinterpretation of radiographic images (e.g.,  low image quality from interposing bones/
shoulder), obesity, anatomical variants (e.g.,  accessory ribs), and skin markers/retractors that 
can move. Although more sophisticated computed tomography (CT) and/or magnetic resonance 

ABSTRACT
Background: Intraoperative identification of the correct level during thoracic spine surgery is essential to avoid 
wrong-level procedures. Despite technological progress, intraoperative imaging modalities for identifying the 
correct thoracic spine level remain unreliable and often lead to wrong-level surgery. To counter potential wrong-
level operations, here, we have proposed a novel pedicle/bone cylinder marking technique for use in the thoracic 
spine utilizing biplanar fluoroscopy and confirmed with computed tomography (CT).

Methods: First, under fluoroscopic guidance, a bone cylinder is removed from the correct thoracic pedicle. 
Next, endovascular coils are packed into the cancellous bone defect followed by reinsertion of the bony plug. e 
patient then undergoes a CT scan of the entire thoracolumbosacral spine to precisely identify the marked level 
before surgery.

Results: We utilized this bone cylinder plug/coil technique to identify the T9-T10 level in a 56-year-old female 
with a soft thoracic disc herniation. e index thoracic pedicle was successfully localized before performing the 
unilateral minimally invasive laminectomy followed by the transpedicular thoracic disc excision.

Conclusion: e bone cylinder plug/coil technique is a safe and effective method for marking the correct level in 
thoracic spine surgery, while also reducing the operative time.
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imaging (MRI)-based navigation modalities have enhanced 
the accuracy of thoracic surgery, they are not always widely 
available, leaving spinal surgeons to rely on intraoperative 
X-rays or fluoroscopy.[6]

CASE REPORT

Over 10 months, a 56-year-old female presented with 
progressive left lower extremity weakness and imbalance. 
e neurological examination revealed thoracic myelopathy 
(Nurick I) with a T8 sensory level. MRI and CT studies both 
documented a T9-10 soft herniated disc occupying 30% of 
the left side of the spinal canal resulting in significant spinal 
cord compression [Figure 1a and b].

Thoracic pedicle marking using endovascular coils

Prone, and under local anesthesia with sedation, the index 
level is identified using biplanar fluoroscopy. A sterile skin 
marker and puncture are then performed over the correct 
level. e local paraspinal muscles and subperiosteal space 
are then infiltrated with 10 ml of 1% lidocaine. An 11-gauge, 
125 mm long trocar is then inserted into the posterior 
pedicle [Figure 1c]. A 13-gauge trepan/trephine is then 

introduced at a 5 mm depth into the middle portion of the 
pedicle, allowing for the removal of a cylindrical fragment 
including both cortical and cancellous bone [Figure 1d]. 
Two embolization microcoils measuring 2–4 mm are next 
inserted into the bone defect and secured in place with 
the bone cylindrical fragment [Figure 1e and f]. Accurate 
positioning of the metallic coils is then verified utilizing both 
biplanar fluoroscopy and CT guidance [Figure 2].

Surgery and outcome

e patient successfully underwent a unilateral laminectomy, 
with minimally invasive transpedicular thoracic disc excision. 
Postoperatively, she demonstrated marked neurological 
improvement (e.g., Nurick I residual mild myelopathy), while 
the postoperative MR documented adequate disc excision/
decompression.

DISCUSSION

Factors leading to wrong-level thoracic surgery have included 
spinous process dye infusion/cutaneous marking (e.g., risk of 
widespread diffusion), movement/shift of the skin marker 
(e.g.,  obesity, severe scoliosis, and heavy skin folding), and 

Figure 1: Fiducial placement procedure. Preoperative sagittal (Panel a) and axial (Panel b) T2-weighted magnetic resonance imaging of the 
thoracic spine showing a left thoracic disc herniation at T10-T11 in 56-year-old women resulting in spinal cord compression and myelopathy. 
e patient underwent preoperative pedicle marking under fluoroscopic guidance. Panel c: At the level of the index pedicle, an 11-gauge, 
125 mm long trocar is inserted. Panel d: Retrieval of bony fragment with a 13-gauge trepan in the middle portion of the pedicle. Panel e: Two 
microcoils inserted into the bony defect. Panel f: Reinsertion of the bone cylinder in the defect to lock the fiducial in the pedicle.
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spine hypermobility.[7] ere are currently several options 
to avoid such wrong-level surgery, and these include skin 
marking with biplane fluoroscopy, CT-guided transpleural 
needle localization, vascular coils (e.g.,  in the segmental 
artery or the pedicle), cement (PMMA), pedicle screws, 
and metallic fiducials.[1-7] Other methods like cement placed 
into the vertebral bodies risk extravasation are more costly 
and more time consuming.[1-4] Pedicle screw placement may 
interfere with retractor placement during minimally invasive 
procedures. Percutaneous placement of other markers such 
as coils or clips into the vertebral pedicle has been shown to 
be accurate.

Proposed “Plug and Coil” technique

Our technique consisted of removing a cylindric bone 
fragment from the pedicle and its replacement. After coil 
application, this procedure locks the coils in place and 
minimizes the risk of coil migration. It differs from those 
described by Madaelil et al.[4] and Binning and Schmidt,[1] in 
which the authors did not secure the intraosseous markers 
inside the pedicles, thus increasing the risk of marker 
migration. Macki et al. also secured a gold fiducial, but as 
they only utilized bone wax, it was not secure/unreliable.[3]

CONCLUSION

Preoperative pedicle marking using bone plug removal, the 
application of endovascular coils within the pedicle, followed 
by reapplication of the bone plug appears to be a safe and 
effective procedure for the correct preoperative localization 

of thoracic spinal surgical levels. Further, experience is 
needed to confirm these findings.
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Figure 2: Preoperative computed tomography scan of the thoracic 
spine including the sacrum. Sagittal (Panel a) and axial (Panel b) 
computed tomography scan confirming the placement of the coils at 
the level of the left T10 pedicle.
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